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Abstract: Numerous randomised controlled multicentric studies have investigated various responses
to different treatment modalities with dental implants. These studies do not always show the
results of daily practice as they are performed under controlled and strict clinical conditions.
This multicentric, non-interventionist trial aimed to document the behaviour of implants when
used in daily dental practice, without inclusion or exclusion criteria. One hundred and ninety-six
screw-shaped, tissue-level implants were placed, and each clinician decided which implant, surgical
loading and prosthetic protocol to use. At surgery, data related to the implants were recorded.
Additionally, the crestal bone level changes were evaluated for up to two years of follow-up.
Two implants were lost before they were loaded. The success rate was 98.31%, and the survival rate
was 98.79%. The implant stability quotient (ISQ) at surgery was 68.61 ± 10.35 and at 2 years was
74.39 ± 9.64. The crestal–shoulder distances were 1.25 ± 1.09 mm and 1.68 ± 1.07 mm in the mesial
and distal aspects on the day of surgery, respectively, and 2.04 ± 0.91 and 2.16 ± 0.99 mm at 2 years,
respectively. At 2 years, 69.3% of the patients were highly satisfied. The use of implants under
standard conditions seemed to have success rates similar to their placement in controlled studies.

Keywords: dental implants; immediate dental implant loading; bone–implant interface; osseointegration

1. Introduction

Dental implants are, today, a predictable treatment for partially or fully edentulous patients and
for single tooth replacements [1]. The literature shows that the survival rate of dental implants is
greater than 95% over 8 to 10 years [2,3].

Primary implant stability (the absence of mobility in the bone site after implant insertion) is
essential for adequate implant osseointegration [4,5]. Resonance Frequency Analysis (RFA) is an
objective and non-invasive method for clinically testing the implant’s stability. Meredith introduced
this technology in 1996, and it is amply demonstrated that is a useful device for impartially estimating
the implant’s stability when the implant is placed or at any time during follow up. The literature
shows that is a reliable and reproducible technology [6–8]. The RFA is performed by measuring the
ISQ (implant stability quotient), ranging from 0 (no stability at all) to 100 (the highest value of stability
that can be achieved) [5].

Crestal bone remodelling, the soft tissue dimensions (biologic width) and the degree of
peri-implant inflammation, when implants with polished collars are placed, are influenced by where the
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rough/smooth interface (RSI) is located with respect to the bone crest and by the microgap between the
prosthetic components and the machined collar [9–14]. As Cassetta et al. reported, in 2015, the position
of the implant shoulder with respect to the bone crest influences marginal bone resorption, especially
during the healing period [15].

Numerous articles have been published about the advantages and disadvantages of placing
implants at different moments after tooth extraction. The different moments of placement, according to
Hammerle 2004 [16], are type I (implant placement immediately after tooth extraction), type II (implant
placement 4–8 weeks after tooth extraction), type III (implant placement 12–16 weeks after tooth
extraction) and type IV (implant placement more than 16 weeks after tooth extraction). The literature
shows that the survival rates of immediately placed implants have been similar to those of implants
placed into healed bone and also similar to those of implants placed at early points in time [16,17].

Traditionally, two-stage surgery with a submerged healing period of 3 months for the mandible and
6 months for the maxilla was used to ensure osteointegration after implant placement. This technique has
been verified in numerous clinical studies [18,19]. However, other trials have shown that non-submerged
healing (one-stage surgery) could lead also to successful osseointegration and, at the same time, reduce
the number of surgical interventions and discomfort [20–22].

With the increase in concern for aesthetics and interest in reducing treatment times, implants have
begun to be loaded immediately after being placed. It has been demonstrated in different articles than
implants could be loaded successfully immediately or early after their placement in selected patients.
The most-used loading protocols, according to Esposito 2007 [23], are immediate loading (the implant
is loaded before one week after placement), early loading (the implant is loaded in between one week
and 2 months after placement) and conventional loading (the implant is loaded after 2 months of
placement). Today, with the improvement of surface and implant characteristics, 2 months could be
considered a conventional point in time at which to load implants. A recent clinical study demonstrated
the effectiveness of this protocol in clinical practice [24].

Numerous randomised-controlled multicentric studies have investigated the survival rates,
bone-level changes and various responses to the different treatment modalities with dental implants.
These studies, although necessary, did not show the results for daily practice. That is because the trials
were performed under controlled clinical conditions and in adherence to a precise protocol with strict
inclusion/exclusion criteria.

The aim of this multicentric study is to document the behaviour of implants when used in daily
dental practice, without inclusion or exclusion criteria. The products were used as they are in a typical
dental office, but the usage was documented in a systematic way, and the results were analysed.

2. Materials and Methods

This was a multicentric, non-interventionist study, in which 12 dental centres (general and implant
dentistry) participated. Each centre placed between six and 30 implants. The study began in January
2011 and finished in July 2014, including a recruitment period of 6 months. The follow-up period was
2 years.

The study was carried out in compliance with the Declaration of Helsinki (1964). The Ethics
Committee at the University of Seville approved the trial, and all the patients gave written informed
consent before the study commenced. The trial was monitored by the Master Program of Periodontology
and Implant Dentistry of the University of Seville. The dentists who participated in the study were
experienced clinicians (users and knowers of the Klockner Implant System for more than 5 years).
The appropriate EQUATOR guidelines were complied with; the Declaration of Strengthening the
Reports of Observational Studies in Epidemiology (STROBE) was followed—guidelines for reporting
observational studies.

Before the study started, the clinicians participated in a calibration meeting to receive all the
information (verbally and in writing) about the study and the assessment of the variables. A monitor
was also appointed to answer questions during the study period.
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All the patients included in the study were over 18 years old and needed the placement of at least
one implant to replace a tooth in the mandible or maxilla. Patients were excluded if they were pregnant,
medically compromised (had metabolic diseases, had immunodeficiencies or received treatment with
immunosupressive therapy, previously or currently used oral or intravenous bisphosphonates, received
radiation therapy, etc.) or had any other local factor that could contraindicate implant surgery. Patients
who participated in the trial were enrolled in the recruitment period to prevent them being withdrawn
from the study if any complications arose. If a patient did not attend the study review appointments,
the monitor attempted to locate them, to also prevent them from being excluded.

A full medical and dental history was registered, recording local (periodontal condition, poor
oral hygiene, bruxism or bone defects) and systemic (e.g., diabetes, radiotherapy, physical disability,
alcoholism or smoking) risk factors. Before surgery, photos, orthopantomography and a periapical
X-ray of the edentulous areas could be taken, according to the criteria of the dentist who performed
the treatment.

The implants employed in that study were screw-shaped, tissue level implants (Essential Cone,
Klockner Implant System, SOADCO, Engordany, Andorra). The surface of these implants is called
Shot Blasting and is a rough surface obtained by alumina-particle abrasion and acid passivation
(Shot Blasting, Klockner Implant System). The implants used could have two different collar heights:
0.7 mm or 1.5 mm (Figure 1). The implant diameters used were 3.5, 4.0 and 4.8 mm, and the implant
lengths used were 8, 10, 12 and 14 mm. The implant selection was made according to the criteria of
the clinician.
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Figure 1. Location of implants.

As this was a non-interventionist study, each clinician decided which implant, surgical and
prosthetic protocol—as well as the loading protocol—to use. At surgery, the following data were recorded:

• The implant position.
• The type of implant used.
• The moment of placement (according to Hammerle 2004 [16]).
• Quantity and bone quality (according to Lekholm y Zarb 1985 [25]): D1 (homogenous compact

bone), D2 (thick layer of compact bone around a core of dense trabecular bone), D3 (thin layer of
cortical bone around dense trabecular bone) and D4 (thin layer of cortical bone around a core of
low-density trabecular bone).



Int. J. Environ. Res. Public Health 2020, 17, 4816 4 of 13

• Primary stability (by means of insertion torque and frequency analysis resonance with the
Osstell ISQ).

• The need for bone guided regeneration, if there was not enough bone to place the implant.
• The type of healing (submerged or non-submerged).
• The protocol for loading (according to Esposito 2007 [23]).
• The restorations made and the type of abutment, prosthesis material and type of retention

(cemented or screw-retained) recorded for both the provisional and final prostheses.

The sutures were removed 15 days after the surgery, and 8 weeks after surgery, a control was done
to evaluate the RFA, the mobility of the implant, if there was any complication and if the implant was
successful according to Buser et al. (1990) [26] (the absence of persistent subjective complaints, absence
of a recurrent peri-implant infection with suppuration, absence of mobility and absence of continuous
radiolucency around the implant). The next control visits were at 6, 12 and 24 months; the following
data were collected: the success and survival rate, RFA results, probing depth and bleeding on probing
(in the mesial, distal, vestibular and lingual/palatal aspects of the implant) with the insertion of a
standard periodontal probe with a point diameter of 0.5 mm using a probing force of 0.5 N, modified
plaque index (Mombelli et al. 1987 [27]), and satisfaction degree of the patient [28].

The RFA was measured with the Osstell ISQ following the manufacturer’s instructions.
The transducers were screwed using a specific hand-screwdriver (approximately 6–8 Ncm of torque)
to the implant, and the ISQ was recorded (perpendicular to the transducer, approximately 2 mm from
it, in a vestibular–lingual direction).

The crestal bone level changes were evaluated by measuring the shoulder–crest distance (SCD) on
the mesial and distal sides of each implant by means of periapical customised radiographs. The X-rays
were taken with the parallel technique, customising the film holder (Rinn XCP, Dentsply Rinn) by a
bite registration with a polysoloxane material (Normosil Addiction Putty Normal) on the bite block
and resting on the opposite arcade [14]. X-rays were taken on Day 0 (the day when the implants were
placed), at 8 weeks and at 6, 12 and 24 months after implant placement.

The SPSS 14.0 software (SPSS, Chicago, IL, USA) was used for the statistical analysis. Mean values
and standard deviations were calculated for quantitative variables, and percentages, for qualitative
ones. The normal distribution of the values and the homogeneity of the variances were tested through
a Kolmogorov–Smirnov test. The differences between the mean values were compared with Student’s
t test for quantitative variables. When significant differences were observed, the 95% confidence
intervals were determined for the average and mean differences (p < 0.05). For qualitative variables,
the chi-squared test was used.

3. Results

A total of 92 patients (35 men and 57 women) participated in the study, in which 196 implants
were placed. The mean age of the participants was 48.6 years at the time of implant placement.
Of the implants, 76% were placed in non-smoking patients; 9.2%, in patients who smoked fewer than
10 cigarettes a day; and 13.3% of the implants were placed in smokers of more than 10 cigarettes a day.

3.1. Implants Used

The diameters of the implants used were 3.5 mm (50 implants), 4 mm (101 implants) and 4.8 mm
(45 implants). Implants of 8 (18 implants), 10 (83 implants), 12 (79 implants) and 14 mm (16 implants)
in length were placed. Of the 196 implants, 80 were implants with machined collars of 0.7 mm, and 116,
with machined collars of 1.5 mm. Of the implants, 44.9% were placed in the upper jaw, and the other
45.1% were placed in the lower jaw. The locations of the implants by tooth site (FDI nomenclature) are
displayed in Figure 1. The most frequent location was the first lower molar.

According to the moment of implant placement (Hammerle 2004), 15 implants were type I,
10 were type II, 13 were type III and 158 were type IV implants. Eight implants were placed in bone
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type I, 110 were placed in bone type II, and 64 and 14 implants were placed in bone types III and
IV, respectively.

As it was a post-marketing study of consecutive cases, not all the centres recorded all the variables
for different reasons (X-rays were not appropriate for measurements, or some prostheses—cemented
ones—could not be removed to measure the ISQ values, so from this point on, when not all the implants
were analysed, the number of them is indicated.

At the moment of placement, 186 implants had primary stability. The ISQ on the day of the surgery
was 68.61 ± 10.35; at 8 weeks, it was 70.61 ± 7.5; and at 2 years (when only the ISQs of 61 implants
were analysed), it was 74.39 ± 9.64. How the implants healed was registered in 129 implants: 20.9%
of the implants healed in a submerged way; 42.6%, in a semi-submerged way; and 36.4%, in a
non-submerged way.

3.2. Drop Outs

During the study, there were some drops out because of illness and personal motives: two patients
left the study after the surgery; one patient left the study after the revision at 8 weeks; one patient
give up the study after the placement of the definitive prosthesis; two patients left the study without
completing the 6, 12 and 24 month visits; one patient left the study after the 6 month visit; and
four patients did not attend the 24 month visit. Some patients missed intermediate appointments:
one patient did not attend the 6- and 12-month visits, one patient left the 6 month visit, one patient
missed the 12 month visit, one patient did not attend the appointment for prosthesis placement and
the 6 month visit, and one patient missed the prosthesis placement and 24 month visits.

3.3. Survival and Success Rates and Complications

Two implants were lost before they were loaded. The success rate was 98.31%, and the survival rate
was 98.79% (Table 1). Some prosthetic complications (in 5.4% of the patients) occurred during the study
period time: one abutment was broken, two implants suffered from screw loosening, two prostheses
were changed to improve the aesthetics, one crown was changed from cement-retained to screw-retained,
one implant presented a gap with the crown and one implant-crown had a ceramic fracture.

Table 1. Survival (implants that were present at the moment of examination) and success (implants
that met the Buser criteria [26]) rates. The rates were calculated according to the number of implants
analysed at each moment.

Time Implants Failures Survival Success

2

No of Implants Survival Rate No of Implants Success Rate

6 months 176 98.86% 111 98.15%

12 months 166 98.79% 115 98.20%

24 months 166 98.79% 119 98.31%

3.4. Periodontal Health

The periodontal health (described by the plaque index, bleeding on probing and the probing
depth criteria) of the implants is shown in Figures 2–4. At 8 weeks, 183 implants were analysed for the
plaque index and probing depth, and 181, for the bleeding on probing. At 6 months, 174 implants were
analysed for the plaque index; 176, for the probing depth; and 167, for the bleeding on probing. At one
and two years, 165 implants were analysed for the plaque index and probing depth, and 166, for the
bleeding on probing.
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3.5. Crestal–Shoulder Distance (SCD)

The crestal–shoulder distances (SCDs) were 1.25 ± 1.09 mm and 1.68 ± 1.07 mm in the mesial and
distal aspects, respectively, on the day of the surgery, and 2.04 ± 0.91 and 2.16 ± 0.99 mm, respectively,
at 2 years (when the X-rays of 119 implants were examined). The SCDs according to the type of the
collar and the moment of implant placement are displayed in Figures 5 and 6, respectively. For the
analysis of these data, 139 X-rays were studied at the moment of surgery; 126, at 8 weeks; 78, when the
definitive prostheses were placed; and 111, 115 and 119, at 6 months, 1 year and 2 years, respectively.
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3.6. Restorations

Of the implants, 98.9% were restored with metal–ceramic prostheses, and just 1.1% of the implants
were restored with resin prostheses. A proportion of 56.8% of the implants were rehabilitated with
screw-retained prosthesis, 34.1% of the implants were restored by single crowns, 64.8% were restored
by partial fixed prostheses, and 1.1% were restored by overdentures. For the analysis of those data,
176 implants were studied.

3.7. Comfort and Satisfaction

At one year (when 164 implants were analysed), 59.1% and 47.5% of the patients scored the comfort
and the aesthetics of the prostheses as good, respectively; 58.5% of the patients were highly satisfied.
At 2 years (when 166 implants were analysed), 68.7% and 55.4% of the patients scored the comfort and
the aesthetics of the prosthesis as good, respectively; 69.3% of the patients were highly satisfied.

4. Discussion

The present study tried to reflect the real employment of implants in dental practice. The success
and survival rates obtained in this study are similar to the ones observed in controlled clinical
trials [14,29]. The systematic review of Moraschini et al. in 2015 [30] found a mean survival rate of
94.6% (±5.97%) for a total of 7711 implants, with a follow-up period of up to 20 years (mean follow-up of
13.4 years). This systematic review also demonstrated that the survival rate decreases as the follow-up
period increases. The results are also in agreement with those of no controlled trials. Cacaci et al. [31],
found a survival rate of 98.4% at 36 months. and Beschnidt et al. [32], in 2018, found cumulative
survival rates of 100% at 1-year follow-up, 99.6% at 3-year follow-up and 98.6% at 5-year follow-up.

Controlled clinical trials, although necessary, do not always show results based on ordinary
circumstances. In the development of these studies, implants are placed under special circumstances:
the investigators have more time to treat patients (following strict protocols), the patients selected meet
strict exclusion and inclusion criteria (related to tobacco habits, systemic health and dimensions of the
bone for implant placement).

In the present study, different treatment protocols were applied: different types of implantation
(different moments of placement), healing procedures (submerged or non-submerged), and prosthetic
restorations (screw- versus cement-retained, single crowns and Fixed Partial Dentures). As in
numerous trials and systematic reviews, high survival and success rates as well as excellent clinical
conditions without statistically significant differences between the applied treatment types have been
shown [17,31,33,34]. The study results confirm that the surgical and restorative techniques had almost
no influence on the outcomes.

Primary implant stability is considered a crucial requirement for adequate osseointegration.
The maintenance of appropriate stability over time is also considered a long-term guarantee of
success [5,35]. RFA allows the objective quantification of implant stability at any given time, as well
as implant monitoring, allowing sequential measurements and the study of implant behavior over
time [36,37]. ISQ values over 60 are considered indicators of appropriate implant stability. The primary
stability values obtained in this study are higher than those reported by other authors such as
Zix et al. [38], whose average ISQ values were 52.5 ± 7.9, or Östman et al. [39], whose average stability
value was 67.4 ± 8.6. The reason for these differences could be due to the implant design, surgery
technique or bone density.

There was an increase in the ISQ values from implant placement to 2 years after implant placement.
This increase in stability would be due to bone formation and maturation around the implants, as well
as the healing process of bone tissue in the implant surface. The work by Barewal et al. [40] reported
the results of weekly RFA up to the 10th week, proving there were no significant changes in implant
stability after the fifth week. A similar registration pattern was found by Boronat et al. [41], whose
study reported the weekly stability values for 64 implants placed in 24 patients with deferred loads.
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The highest values were found in the 10th week, and the lowest ones, in the fourth week (60.9 ISQ).
The average ISQ value was 62.6.

Most of the implants were placed in bone types II and III. This distribution is in accordance with
that described in other non-interventionist studies such as the study of Cacaci et al. [31], in which
51.5% and the 33.1% of the implants were placed in bone types II and III, respectively, or that of
Beschnidt et al. [32], in which 42.2% of the implants were placed in bone type II and another 42.2%,
in bone type III.

The probing pocket depth during all study period was 4 mm or less in over the 95% of the
implants, which is in agreement with the norm for conventionally placed implants, which at 2–4 mm is
indicative of healthy tissue [32,42]. The bleeding on probing remained very low throughout the study,
despite a significant increase occurring from 1 year after implant placement. However, the plaque
index was very similar during the whole study.

One of the criteria for evaluating the success of the implants was the stability of the marginal bone
level [43]. The marginal bone level was usually evaluated by means of the SCD. The SCD in which the
biological width is established depends on several factors such as the location of the implant–abutment
gap; the height of the polished collar, if it exists; the gap–bone crest distance; the relationship between
the rough/smooth interface (RSI) and bone crest; and the design of the implant–abutment junction.
Bone resorption would occur during implant healing, to create the necessary space for the connective
tissue adaptation [14,44,45].

The results of the present study showed that the SCDs of the implants with the 0.7 mm machined
collar neck were greater at 2 years than the SCDs of those with 1.5 mm machined collars. However,
on the day of surgery, the SCD for the implants with the 0.7 mm machined collar neck was 0.92 mm,
and that for those with the 1.5 mm ones was 1.57 mm. That means that the implants with the 0.7 mm
machined collar necks were placed slightly with the RIS subcrestally. The changes between surgery
and 2 years that took place in the 1.5 mm machined collar (0.42 mm) were less than those reported in
the literature [46]. The literature reported that implants placed subcrestally exhibit the greatest mean
bone loss compared to those in which the RIS is located at the level of the bone crest [14,47–50].

When analysing the SCD according to the moment at which the implant was placed, the greatest
SCD at 2 years was that for the type IV implants, and it was so at the moment of implant placement.
The lowest SCDs were those for the immediate implants at both baseline and 2 years, which means
that those implants were placed with part of the RIS subcrestally, which is in concordance with the
technique of immediate implant placement.

From the data of the study, the bone loss could be calculated as follows: 0.85 mm, 0.15 mm,
0.22 mm and 0.65 mm for the type I, II, III and IV implants, according to Hammerle et al. The higher
bone loss in the immediate implants shown in this study is not in agreement with the results of
other studies such as the meta-analyses published by Kinaia et al., where the immediate implants
showed less bone loss [51]. Additionally, Grandi et al. [52] showed less bone loss in immediate
implants than in early or conventional placed implants, although the differences were not statistically
significant. The differences with the former study’s results could be due to Grandi et al. employed
platform-switched implants. Patattella et al. [53] compared type I and type II implants and observed
that the bone loss after 2 years was 0.54 ± 0.51 mm in the immediate group and 0.46 ± 0.54 mm in the
early group, with the difference not being statistically significant. These results follow the trend of this
study, in which the early-placed implants are also the ones with the lowest bone loss. The controversial
findings in the literature about the bone loss with respect to the moment of implant placement could
be due to different factors such as flap or flapless surgeries, immediate or non-immediate loading or
the lack thereof, and regeneration procedures or the lack thereof. The studies mixed all these factors
and could be not strictly compared.

One of the limitations of the trial was that the clinician selected which implants to include in the
study, so it is possible that the more challenging cases were not selected to be included. However,
the external validity of the trial could be greater than that of controlled clinical trials because the
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participants went to non-university clinics and the inclusion criteria applied were not as strict as those
when implants are placed for that kind of study.

Another limitation of the study could be the drop-out rate, as 12% of the patients left the study or
missed an appointment.

5. Conclusions

In conclusion, implants placed under standard conditions seemed to have success rates similar to
those placed in controlled studies.

Author Contributions: C.M.D.-C.: data collection/analysis/interpretation, drafting the article and approval of
the article. P.L.C.: data analysis/interpretation, critical revision of the article and approval of the article. F.J.G.:
data analysis/interpretation, drafting the article and approval of the article. A.F.-P.: data analysis/interpretation,
statistics and approval of the article. J.-V.R.-S.: concept/design, statistics, critical revision of the article and
approval of the article. M.H.-C.: concept/design, statistics, critical revision of the article and approval of the article.
All authors have read and agreed to the published version of the manuscript.

Funding: This research received no external funding.

Acknowledgments: Alejandro Castaño collaborated in data collection, being an important pillar of the study.

Conflicts of Interest: The authors declare no conflict of interest.

References

1. Bae, M.S.; Sohn, D.S.; Ahn, M.R.; Lee, H.W.; Jung, H.S.; Shin, I.H. Retrospective multicenter evaluation of
tapered implant with a sandblasted and acid-etched surface at 1 to 4 years of function. Implant Dent. 2011,
20, 280–284. [CrossRef] [PubMed]

2. Chiapasco, M.; Gatti, C. Implant-retained mandibular overdentures with immediate loading: A 3- to 8-year
prospective study on 328 implants. Clin. Implant Dent. Relat. Res. 2003, 5, 29–38. [CrossRef] [PubMed]

3. Ferrigno, N.; Laureti, M.; Fanali, S.; Grippaudo, G. A long-term follow-up study of non-submerged ITI
implants in the treatment of totally edentulous jaws. Part I: Ten-year life table analysis of a prospective
multicenter study with 1286 implants. Clin. Oral Implants Res. 2002, 13, 260–273. [CrossRef]

4. Turkyilmaz, I. A comparison between insertion torque and resonance frequency in the assessment of torque
capacity and primary stability of Branemark system implants. J. Oral Rehabil. 2006, 33, 754–759. [CrossRef]
[PubMed]

5. Meredith, N.; Book, K.; Friberg, B.; Jemt, T.; Sennerby, L. Resonance frequency measurements of implant
stability in vivo. A cross-sectional and longitudinal study of resonance frequency measurements on implants
in the edentulous and partially dentate maxilla. Clin. Oral Implants Res. 1997, 8, 226–233. [CrossRef]

6. Meredith, N.; Alleyne, D.; Cawley, P. Quantitative determination of the stability of the implant-tissue interface
using resonance frequency analysis. Clin. Oral Implants Res. 1996, 7, 261–267. [CrossRef]

7. Herrero-Climent, M.; Santos-Garcia, R.; Jaramillo-Santos, R.; Romero-Ruiz, M.M.; Fernandez-Palacin, A.;
Lazaro-Calvo, P.; Bullón, P.; Ríos-Santos, J.-V. Assessment of Osstell ISQ’s reliability for implant stability
measurement: A cross-sectional clinical study. Med. Oral Patol. Oral Cir. Bucal 2013, 18, e877–e882. [CrossRef]

8. Jaramillo, R.; Santos, R.; Lazaro, P.; Romero, M.; Rios-Santos, J.V.; Bullon, P.; Fernández-Palacín, A.;
Herrero-Climent, M. Comparative analysis of 2 resonance frequency measurement devices: Osstell Mentor
and Osstell ISQ. Implant Dent. 2014, 23, 351–356. [CrossRef]

9. Cochran, D.L.; Hermann, J.S.; Schenk, R.K.; Higginbottom, F.L.; Buser, D. Biologic width around
titanium implants. A histometric analysis of the implanto-gingival junction around unloaded and loaded
nonsubmerged implants in the canine mandible. J. Periodontol. 1997, 68, 186–198. [CrossRef]

10. Hermann, J.S.; Buser, D.; Schenk, R.K.; Higginbottom, F.L.; Cochran, D.L. Biologic width around titanium
implants. A physiologically formed and stable dimension over time. Clin. Oral Implants Res. 2000, 11, 1–11.
[CrossRef]

11. Hermann, J.S.; Buser, D.; Schenk, R.K.; Schoolfield, J.D.; Cochran, D.L. Biologic Width around one- and
two-piece titanium implants. Clin. Oral Implants Res. 2001, 12, 559–571. [CrossRef] [PubMed]

http://dx.doi.org/10.1097/ID.0b013e318218123b
http://www.ncbi.nlm.nih.gov/pubmed/21778892
http://dx.doi.org/10.1111/j.1708-8208.2003.tb00179.x
http://www.ncbi.nlm.nih.gov/pubmed/12831726
http://dx.doi.org/10.1034/j.1600-0501.2002.130305.x
http://dx.doi.org/10.1111/j.1365-2842.2006.01631.x
http://www.ncbi.nlm.nih.gov/pubmed/16938104
http://dx.doi.org/10.1034/j.1600-0501.1997.080309.x
http://dx.doi.org/10.1034/j.1600-0501.1996.070308.x
http://dx.doi.org/10.4317/medoral.19120
http://dx.doi.org/10.1097/ID.0000000000000072
http://dx.doi.org/10.1902/jop.1997.68.2.186
http://dx.doi.org/10.1034/j.1600-0501.2000.011001001.x
http://dx.doi.org/10.1034/j.1600-0501.2001.120603.x
http://www.ncbi.nlm.nih.gov/pubmed/11737099


Int. J. Environ. Res. Public Health 2020, 17, 4816 11 of 13

12. Alomrani, A.N.; Hermann, J.S.; Jones, A.A.; Buser, D.; Schoolfield, J.; Cochran, D.L. The effect of a machined
collar on coronal hard tissue around titanium implants: A radiographic study in the canine mandible. Int. J.
Oral Maxillofac. Implants 2005, 20, 677–686. [PubMed]

13. Abrahamsson, I.; Berglundh, T.; Lindhe, J. The mucosal barrier following abutment dis/reconnection. An
experimental study in dogs. J. Clin. Periodontol. 1997, 24, 568–572. [CrossRef] [PubMed]

14. Herrero-Climent, M.; Romero Ruiz, M.M.; Diaz-Castro, C.M.; Bullon, P.; Rios-Santos, J.V. Influence of two
different machined-collar heights on crestal bone loss. Int. J. Oral Maxillofac. Implants 2014, 29, 1374–1379.
[CrossRef] [PubMed]

15. Cassetta, M.; Pranno, N.; Calasso, S.; Di Mambro, A.; Giansanti, M. Early peri-implant bone loss: A prospective
cohort study. Int. J. Oral Maxillofac. Surg. 2015, 44, 1138–1145. [CrossRef]

16. Hammerle, C.H.; Chen, S.T.; Wilson, T.G., Jr. Consensus statements and recommended clinical procedures
regarding the placement of implants in extraction sockets. Int. J. Oral Maxillofac. Implants 2004, 19, 26–28.

17. Esposito, M.; Grusovin, M.G.; Polyzos, I.P.; Felice, P.; Worthington, H.V. Timing of implant placement after
tooth extraction: Immediate, immediate-delayed or delayed implants? A Cochrane systematic review. Eur. J.
Oral Implantol. 2010, 3, 189–205.

18. Branemark, P.I.; Hansson, B.O.; Adell, R.; Breine, U.; Lindstrom, J.; Hallen, O.; Ohman, A. Osseointegrated
implants in the treatment of the edentulous jaw. Experience from a 10-year period. Scand. J. Plast. Reconstr.
Surg. Suppl. 1977, 16, 1–132.

19. Adell, R.; Eriksson, B.; Lekholm, U.; Branemark, P.I.; Jemt, T. Long-term follow-up study of osseointegrated
implants in the treatment of totally edentulous jaws. Int. J. Oral Maxillofac. Implants 1990, 5, 347–359.

20. Nemli, S.K.; Gungor, M.B.; Aydin, C.; Yilmaz, H.; Turkcan, I.; Demirkoprulu, H. Clinical evaluation of
submerged and non-submerged implants for posterior single-tooth replacements: A randomized split-mouth
clinical trial. Int. J. Oral Maxillofac. Surg. 2014, 43, 1484–1492. [CrossRef]

21. Becktor, J.P.; Isaksson, S.; Billstrom, C. A prospective multicenter study using two different surgical approaches
in the mandible with turned Branemark implants: Conventional loading using fixed prostheses. Clin. Implant
Dent. Relat. Res. 2007, 9, 179–185. [CrossRef] [PubMed]

22. Eliasson, A.; Narby, B.; Ekstrand, K.; Hirsch, J.; Johansson, A.; Wennerberg, A. A 5-year prospective clinical
study of submerged and nonsubmerged Paragon system implants in the edentulous mandible. Int. J.
Prosthodont. 2010, 23, 231–238. [PubMed]

23. Esposito, M.; Grusovin, M.G.; Willings, M.; Coulthard, P.; Worthington, H.V. Interventions for replacing
missing teeth: Different times for loading dental implants. Cochrane Database Syst. Rev. 2007, CD003878.
[CrossRef]

24. Cassetta, M.; Altieri, F.; Giansanti, M.; Bellardini, M.; Brandetti, G.; Piccoli, L. Is there a learning curve in
static computer-assisted implant surgery? A prospective clinical study. Int. J. Oral Maxillofac. Surg. 2020, 23.
[CrossRef]

25. Lekholm, U. Osseointegrated implants in clinical practice. J. Oral Implantol. 1986, 12, 357–364.
26. Buser, D.; Weber, H.P.; Lang, N.P. Tissue integration of non-submerged implants. 1-year results of a

prospective study with 100 ITI hollow-cylinder and hollow-screw implants. Clin. Oral Implants Res. 1990, 1,
33–40. [CrossRef]

27. Mombelli, A.; van Oosten, M.A.; Schurch, E., Jr.; Land, N.P. The microbiota associated with successful or
failing osseointegrated titanium implants. Oral Microbiol. Immunol. 1987, 2, 145–151. [CrossRef]

28. Cochran, D.L.; Jackson, J.M.; Bernard, J.P.; ten Bruggenkate, C.M.; Buser, D.; Taylor, T.D.; Weingart, D.;
Schoolfield, J.D.; Jones, A.A.; Oates, T.W., Jr. A 5-year prospective multicenter study of early loaded titanium
implants with a sandblasted and acid-etched surface. Int. J. Oral Maxillofac. Implants 2011, 26, 1324–1332.

29. Tallarico, M.; Caneva, M.; Meloni, S.M.; Xhanari, E.; Omori, Y.; Canullo, L. Survival and Success Rates
of Different Shoulder Designs: A Systematic Review of the Literature. Int. J. Dent. 2018, 2018, 6812875.
[CrossRef]

30. Moraschini, V.; Poubel, L.A.; Ferreira, V.F.; Barboza Edos, S. Evaluation of survival and success rates of dental
implants reported in longitudinal studies with a follow-up period of at least 10 years: A systematic review.
Int. J. Oral Maxillofac. Surg. 2015, 44, 377–388. [CrossRef]

31. Cacaci, C.; Ackermann, K.L.; Barth, T.; Kistler, S.; Stiller, M.; Schlee, M. A non-interventional multicenter
study to document the implants success and survival rates in daily dental practices of the CONELOG
screw-line implant. Clin. Oral Investig. 2019, 23, 2609–2616. [CrossRef] [PubMed]

http://www.ncbi.nlm.nih.gov/pubmed/16274140
http://dx.doi.org/10.1111/j.1600-051X.1997.tb00230.x
http://www.ncbi.nlm.nih.gov/pubmed/9266344
http://dx.doi.org/10.11607/jomi.3583
http://www.ncbi.nlm.nih.gov/pubmed/25397800
http://dx.doi.org/10.1016/j.ijom.2015.04.002
http://dx.doi.org/10.1016/j.ijom.2014.08.003
http://dx.doi.org/10.1111/j.1708-8208.2007.00041.x
http://www.ncbi.nlm.nih.gov/pubmed/18031439
http://www.ncbi.nlm.nih.gov/pubmed/20552088
http://dx.doi.org/10.1002/14651858.CD003878.pub3
http://dx.doi.org/10.1016/j.ijom.2020.03.007
http://dx.doi.org/10.1034/j.1600-0501.1990.010105.x
http://dx.doi.org/10.1111/j.1399-302X.1987.tb00298.x
http://dx.doi.org/10.1155/2018/6812875
http://dx.doi.org/10.1016/j.ijom.2014.10.023
http://dx.doi.org/10.1007/s00784-018-2646-0
http://www.ncbi.nlm.nih.gov/pubmed/30324572


Int. J. Environ. Res. Public Health 2020, 17, 4816 12 of 13

32. Beschnidt, S.M.; Cacaci, C.; Dedeoglu, K.; Hildebrand, D.; Hulla, H.; Iglhaut, G.; Krennmair, G.; Schlee, M.;
Sipos, P.; Stricker, A.; et al. Implant success and survival rates in daily dental practice: 5-year results of
a non-interventional study using CAMLOG SCREW-LINE implants with or without platform-switching
abutments. Int. J. Implant Dent. 2018, 4, 33. [CrossRef] [PubMed]

33. Sanz, M.; Ivanoff, C.J.; Weingart, D.; Wiltfang, J.; Gahlert, M.; Cordaro, L.; Ganeles, J.; Bragger, U.; Jackowski, J.;
Martin, W.C.; et al. Clinical and radiologic outcomes after submerged and transmucosal implant placement
with two-piece implants in the anterior maxilla and mandible: 3-year results of a randomized controlled
clinical trial. Clin. Implant Dent. Relat. Res. 2015, 17, 234–246. [CrossRef] [PubMed]

34. Muddugangadhar, B.C.; Amarnath, G.S.; Sonika, R.; Chheda, P.S.; Garg, A. Meta-analysis of Failure and
Survival Rate of Implant-supported Single Crowns, Fixed Partial Denture, and Implant Tooth-supported
Prostheses. J. Int. Oral Health 2015, 7, 11–17.

35. Glauser, R.; Sennerby, L.; Meredith, N.; Ree, A.; Lundgren, A.; Gottlow, J.; Hämmerle, C.H.F. Resonance
frequency analysis of implants subjected to immediate or early functional occlusal loading. Successful vs.
failing implants. Clin. Oral Implants Res. 2004, 15, 428–434. [CrossRef]

36. Meredith, N.; Shagaldi, F.; Alleyne, D.; Sennerby, L.; Cawley, P. The application of resonance frequency
measurements to study the stability of titanium implants during healing in the rabbit tibia. Clin. Oral
Implants Res. 1997, 8, 234–243. [CrossRef]

37. Friberg, B.; Sennerby, L.; Linden, B.; Grondahl, K.; Lekholm, U. Stability measurements of one-stage
Branemark implants during healing in mandibles. A clinical resonance frequency analysis study. Int. J. Oral
Maxillofac. Surg. 1999, 28, 266–272. [CrossRef]

38. Zix, J.; Hug, S.; Kessler-Liechti, G.; Mericske-Stern, R. Measurement of dental implant stability by resonance
frequency analysis and damping capacity assessment: Comparison of both techniques in a clinical trial. Int.
J. Oral Maxillofac. Implants 2008, 23, 525–530.

39. Ostman, P.O.; Hellman, M.; Wendelhag, I.; Sennerby, L. Resonance frequency analysis measurements of
implants at placement surgery. Int. J. Prosthodont. 2006, 19, 77–83; discussion 84.

40. Barewal, R.M.; Oates, T.W.; Meredith, N.; Cochran, D.L. Resonance frequency measurement of implant
stability in vivo on implants with a sandblasted and acid-etched surface. Int. J. Oral Maxillofac. Implants
2003, 18, 641–651.

41. Boronat Lopez, A.; Balaguer Martinez, J.; Lamas Pelayo, J.; Carrillo Garcia, C.; Penarrocha Diago, M.
Resonance frequency analysis of dental implant stability during the healing period. Med. Oral Patol. Oral
Cir. Bucal 2008, 13, E244–E247. [PubMed]

42. Lang, N.P.; Berglundh, T.; Heitz-Mayfield, L.J.; Pjetursson, B.E.; Salvi, G.E.; Sanz, M. Consensus statements
and recommended clinical procedures regarding implant survival and complications. Int. J. Oral Maxillofac.
Implants 2004, 19, 150–154. [PubMed]

43. Gulati, M.; Govila, V.; Verma, S.; Rajkumar, B.; Anand, V.; Aggarwal, A.; Jain, N. In Vivo Evaluation of
Two-Piece Implants Placed Following One-Stage and Two-Stage Surgical Protocol in Posterior Mandibular
Region. Assessment of Alterations in Crestal Bone Level. Clin. Implant Dent. Relat. Res. 2015, 17, 854–861.
[CrossRef] [PubMed]

44. Weber, H.P.; Buser, D.; Fiorellini, J.P.; Williams, R.C. Radiographic evaluation of crestal bone levels adjacent
to nonsubmerged titanium implants. Clin. Oral Implants Res. 1992, 3, 181–188. [CrossRef] [PubMed]

45. Ebler, S.; Ioannidis, A.; Jung, R.E.; Hammerle, C.H.; Thoma, D.S. Prospective randomized controlled clinical
study comparing two types of two-piece dental implants supporting fixed reconstructions—Results at 1 year
of loading. Clin. Oral Implants Res. 2016, 27, 1169–1177. [CrossRef] [PubMed]

46. Ericsson, I.; Randow, K.; Nilner, K.; Petersson, A. Some clinical and radiographical features of submerged
and non-submerged titanium implants. A 5-year follow-up study. Clin. Oral Implants Res. 1997, 8, 422–426.
[CrossRef]

47. Schwarz, F.; Herten, M.; Bieling, K.; Becker, J. Crestal bone changes at nonsubmerged implants (Camlog) with
different machined collar lengths: A histomorphometric pilot study in dogs. Int. J. Oral Maxillofac. Implants
2008, 23, 335–342.

48. Hammerle, C.H.; Bragger, U.; Burgin, W.; Lang, N.P. The effect of subcrestal placement of the polished surface
of ITI implants on marginal soft and hard tissues. Clin. Oral Implants Res. 1996, 7, 111–119. [CrossRef]

http://dx.doi.org/10.1186/s40729-018-0145-3
http://www.ncbi.nlm.nih.gov/pubmed/30386925
http://dx.doi.org/10.1111/cid.12107
http://www.ncbi.nlm.nih.gov/pubmed/23837502
http://dx.doi.org/10.1111/j.1600-0501.2004.01036.x
http://dx.doi.org/10.1034/j.1600-0501.1997.080310.x
http://dx.doi.org/10.1016/S0901-5027(99)80156-8
http://www.ncbi.nlm.nih.gov/pubmed/18379449
http://www.ncbi.nlm.nih.gov/pubmed/15635955
http://dx.doi.org/10.1111/cid.12186
http://www.ncbi.nlm.nih.gov/pubmed/26434745
http://dx.doi.org/10.1034/j.1600-0501.1992.030405.x
http://www.ncbi.nlm.nih.gov/pubmed/1298433
http://dx.doi.org/10.1111/clr.12721
http://www.ncbi.nlm.nih.gov/pubmed/26459570
http://dx.doi.org/10.1034/j.1600-0501.1997.080509.x
http://dx.doi.org/10.1034/j.1600-0501.1996.070204.x


Int. J. Environ. Res. Public Health 2020, 17, 4816 13 of 13

49. Todescan, F.F.; Pustiglioni, F.E.; Imbronito, A.V.; Albrektsson, T.; Gioso, M. Influence of the microgap in the
peri-implant hard and soft tissues: A histomorphometric study in dogs. Int. J. Oral Maxillofac. Implants 2002,
17, 467–472.

50. Hermann, J.S.; Jones, A.A.; Bakaeen, L.G.; Buser, D.; Schoolfield, J.D.; Cochran, D.L. Influence of a machined
collar on crestal bone changes around titanium implants: A histometric study in the canine mandible.
J. Periodontol. 2011, 82, 1329–1338. [CrossRef]

51. Kinaia, B.M.; Shah, M.; Neely, A.L.; Goodis, H.E. Crestal bone level changes around immediately placed
implants: A systematic review and meta-analyses with at least 12 months‘ follow-up after functional loading.
J. Periodontol. 2014, 85, 1537–1548. [CrossRef] [PubMed]

52. Grandi, T.; Guazzi, P.; Samarani, R.; Tohme, H.; Khoury, S.; Sbricoli, L.; Grandi, G.; Esposito, M. Immediate,
early (3 weeks) and conventional loading (4 months) of single implants: Preliminary data at 1 year after
loading from a pragmatic multicenter randomised controlled trial. Eur. J. Oral Implantol. 2015, 8, 115–126.
[PubMed]

53. Palattella, P.; Torsello, F.; Cordaro, L. Two-year prospective clinical comparison of immediate replacement
vs. immediate restoration of single tooth in the esthetic zone. Clin. Oral Implants Res. 2008, 19, 1148–1153.
[CrossRef] [PubMed]

© 2020 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access
article distributed under the terms and conditions of the Creative Commons Attribution
(CC BY) license (http://creativecommons.org/licenses/by/4.0/).

http://dx.doi.org/10.1902/jop.2011.090728
http://dx.doi.org/10.1902/jop.2014.130722
http://www.ncbi.nlm.nih.gov/pubmed/24794689
http://www.ncbi.nlm.nih.gov/pubmed/26021223
http://dx.doi.org/10.1111/j.1600-0501.2008.01578.x
http://www.ncbi.nlm.nih.gov/pubmed/18983318
http://creativecommons.org/
http://creativecommons.org/licenses/by/4.0/.

	Introduction 
	Materials and Methods 
	Results 
	Implants Used 
	Drop Outs 
	Survival and Success Rates and Complications 
	Periodontal Health 
	Crestal–Shoulder Distance (SCD) 
	Restorations 
	Comfort and Satisfaction 

	Discussion 
	Conclusions 
	References

